470

4651

—460-

DARM pole w;s/(27) [Hz

I
N
-

4351

43%.

S
Ot
Ot

s
Ot
-)

U
N
Ot

—— LHO 04 DARM pole model

—— LLO O3 DARM pole model

""" LHO O4 design 463 Hz

----- LLO O3 design 457 Hz

=== Measured LHO O4 451 Hz

=== Measured LLO O3 450 Hz

Estimated Hanford SRC loss = 1.0 %

Estimated Livingston SRC loss = 0.6 % .
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